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Abstract :  The  report  indicates  a  simple  and  quick  flame-photometric 
absorption  method  for  the  determination  of  zinc  content  of  the  serum. 

The  author  demonstrates  that  this  method  is  sufficiently  reliable  and 
sufficiently  accurate. 


Introduction 

Determination  of  the  trace  element  zinc  in  serum  has  been  made  up 
to  the  present  almost  exclusively  by  means  of  chemical  methods  (15,  18, 
20).  Because  of  the  difficulty  of  their  execution  and  the  time  required, 
such  methods  of  determination  are  not  very  suitable  for  routine  clinical 
tests.  Presently  known  methods  for  the  determination  of  zinc  in  serum 
are  polarography  and  the  arc-emission  method.  The  emission  method 
utilizes  the  fact  that  a  part  of  the  zinc  atoms  raised  to  high  temperature 
can  be  excited  to  emit  according  to  the  following  relation 


in  which  Nj  -  number  of  excited  atoms,  N0  *  number  of  atoms  in  the  ground 
state,  Pj,o  “  statistical  weight  in  excited  and/or  ground  state,  Ej  -  excita¬ 
tion  energy,  k  •  Boltzmann  constant,  T  ■  absolute  temperature. 

In  contrast  to  flame -emission  (flame  temperature  1,800-3,100°  C  and 
consequent  low  emission  and  low  limits  of  demonstration),  the  conditions 
are  more  favorable  for  the  higher  temperature  of  the  arc  (about  U,500°  C). 
Consequently,  soma  analyses  of  serum  zinc  have  been  made  with  tbs  aid  of 
the  are  (ref.  1,  2,  12).  However,  the  arc  method  has  the  disadvantage  that 
a  well  equipped  spectrocheaical  laboratory  and  suitably  trained  personnel 
must  be  available.  To  our  knowledge,  no  attempt  has  been  made  so  far  to 


carry  oat  analyses  of  serum  sine  with  the  aid  of  the  relatively  new  atom* 
absorption  method  (flaoe -absorption  photometry).  Such  a  method  would  have 
a  greater  chance,  by  reason  of  its  simplicity,  to  be  used  more  frequently 
in  the  clinioal  laboratory.  It  is  the  intention  of  the  present  communica¬ 
tion  to  develop  a  method  on  this  principle. 

From  the  example  of  Alkenade  and  Wade  (ref.  3,  19),  the  light  of 
a  spectral  lamp,  in  our  case  a  hollow-cathode  lamp,  is  passed  through  a 
flame  while  measuring  the  absorption  produced  by  the  zinc  atoms  in  the 
flame. 

Figure  1  shows  the  trace  of  the  beam  in  a  diagram.  Quantitatively, 
there  is  valid  for  the  absorption  of  a  spectral  line: 

in  which  k  -  absorption  coefficient;  e  *  electron  charge;  m  ■  electron  mass 
c  ■  velocity  of  light;  ■  number  of  atoms /cm3  which  are  able  to  absorb 
radiation  of  frequency  V ;  f  •  oscillator  intensity. 


Figure  1.  Diagram  of  beam  path  in  the  measuring 
arrangement  utilised.  HK  *  hollow-cathode  lamp, 
F^  ■  flame.  By  •  burner,  Pp  ♦  N  ■  compressed  air 

♦  vapor.  Mo  ■  monochromator,  FEV  •  secondary- 
electron  multiplier,  a  •  galvanometer. 


The  advantage  of  the  absorption  over  the  emission  method  is  as 
follows: 

the  excitation  energy  Ej  plays  only  a  minor  role  in  absorption 

(cf.  below),  as  well  as  the  temperature  of  the  flame,  because  the  last 
equation  of  absorption  contains  only  the  number  of  atoms  (l.e. ,  concentra¬ 
tion  in  the  fleam)  but  not  the  flame  temperature  and  the  excitation  energy 
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E< .  Upon  closer  examination,  however,  the  excitation  energy  does  play 
a J role  (even  if  this  can  be  neglected)  since  the  atoas  absorb  in  the 
ground  state  but  not  in  the  excited  state.  The  ratio  of  excited  atoas 
to  atoas  in  the  ground  state  lies,  according  to  Walch  (ref.  19),  for 
the  sine  resonance  line  213.9  nn  and  a  flans  temperature  of  2,000°  K  at: 

v<  =  7.29- 

V. 


We  see  that,  at  the  relatively  low  flame  temperature,  only  a  very 
snail  fraction  of  the  atoas  is  in  the  excited  state.  Consequently,  we 
can  neglect  excitation  in  the  following  considerations. 

Moreover,  we  refer  to  the  other  advantages  of  flame-absorption 
photometry  in  contrast  to  the  f lane -emission  photometry  which  are  detailed 
in  the  pertinent  literature  (ref.  7,  19). 

Measuring  Arrangement 


1.  Spectral  photometer 

We  had  available  for  the  experiments  a  Beckman  spectral  photometer, 
type  DO,  which  we  utilized  with  slit  widths  as  low  as  0.05  nm.  In  some 
cases,  we  utilized  the  accompanying  recording  instrument  (Sera)  whose 
output  is  connected  with  a  Honeywell  recorder  (e.g.,  when  photographing 
lamp  spectra). 

2.  Light  source 

The  source  of  background  radiation  was  a  hollow-oath ode  lamp  of  the 
Hllger  Co.  in  London  (Cu/Cn  227)  which  emitted  among  others  the  sine 
resonance  line  at  213.856  na  employed  by  us  (cf.  Fig.  2). 

We  found  the  most  favorable  current  intensity  I  of  the  hollow- 
cathode  lamp  for  satisfactory  lower  limits  of  demonstration  to  be 
I  ^  28  mi.  Since  the  useful  life  of  the  lamp  decreasee  with  increasing 
current  intensity,  we  selected  I  ■  28  mi  far  the  further  experiments. 

In  another  case,  an  Osram  zinc-spectrum  lamp  is  employed.  The 
spectrum  of  this  lamp  shows  zinc  lines  at  307.6,  326.2,  33l».6,  172.2  and 
1*81.0  am  whereas  the  resonance  line  et  213.9  as  initially  cannot  be 
demonstrated.  This  la  due  to  the  fact  that  the  external  glass  bulb  of 
the  lamp  absorbs  short-wave  DV -radiation.  Consequently,  the  glass  Jacket 
was  removed  in  later  experiments  and  the  resonance  line  then  shows  at 
213.9  na  in  the  spectrum.  Under  otherwise  equal  experimental  conditions, 
the  intensity  of  this  line  is  greater  than  that  of  the  hollow-cathode 
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leap.  However,  its  line  width  is  evidently  greater  because,  in  later 
experiments  (of.  section  on  lieit  of  demonstration),  it  results  that  the 
lialt  of  demonstration  is  not  as  good  as  when  employing  the  hollow-cathode 
la^>. 


figure  2.  Spectrum  of  the  copper/ 
sine  hollow-cathode  lamp. 


Let  us  mention  in  this  connection  that  the  line  width  of  the  leap 
behaves  inversely  proportional  to  the  limit  of  demonstration ,  provided 
that  the  line  width  of  the  flams  is  smaller  than  that  of  the  liunp.  This 
prerequisite  is  generally  satisfied  in  practioe,  especially  if  we  operate 
in  the  straightline  section  of  the  calibration  curve  (ref.  9). 

3.  Burner,  gas,  atomising  chamber, 

gggjSf  gr  gSTeggp* 

Far  our  first  experiments,  ws  utilised  a  water-cooled  burner  of 
our  own  design,  similar  to  the  Hilger  type  H1091,  with  a  brass  cap.  With 
the  idling  flams,  a  perceptible  absorption  of  sine  of  more  than 
occurred .  We  ascribed  this  to  evaporisatlon  of  burner  material  and  there¬ 
fore  replaoed  the  brass  cap  by  a  steel  oap,  as  in  the  original  Hilger 
burner,  Which  eliminated  the  parasite  sbsorption.  For  evaporlslng  and  dis¬ 
sociating  of  the  analysed  substance,  we  utilised  munloipal  gas  under  pres¬ 
sure.  A  flame  from  propane  under  pressure  furnishes  almost  the  seme 
extinctions.  In  seme  experiments  carried  out  with  a  direct  atomiser  and 
an  axyfaydrogen  flams  (Beckman  burner  1*020) ,  the  extinction  values  are 
definitely  poor.  A  glass  vessel  with  a  capacity  of  3  lit  served  as 
atomiser  dumber.  Wien  using  smaller  chambers,  the  attainable  extinctions 
are  lower  and,  when  using  larger  ones,  only  very  little  better.  The  larger 
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chambers  have  the  disadvantage  that  we  must  wait  a  long  tine  until  the 
vapor  concentration  of  the  chamber  reaches  equilibrium  (ref.  10).  This 
would  have  resulted  in  a  higher  consumption  of  serum  in  our  analyses. 

As  shown  by  our  own  experiments,  the  adjustment  of  flame  height  is  not 
critical,  in  contrast  to  the  element  magnesium,  in  making  the  sine 
analysis  because  the  extinctions  remain  the  same  in  almost  all  suitable 
flame  heights. 


Lower  Limit  of  Demonstration 


By  means  of  aqueous  solutions  of  zinc  as  zinc  chloride  of  decreas¬ 
ing  concentration  (diluted  series),  the  lower  limit  of  demonstration  is 
determined  by  the  following  definition  (ref.  11): 


r  -  :l  |  i 


in  which  x  -  lower  limit  of  demonstration,  xB  •  man  blank  value, 

“  standard  deviation  of  the  blank  solution. 

When  utilizing  the  hollow-cathode  lamp  ( 7-  -  213.9  nm),  we  obtain 
0.005  mgAoO  ml  as  lower  limit  of  demonstration.  As  comparison  for  this 
lamp,  we  also  utilize  an  Osraa  zinc-spectrum  lamp  (cf.  section  on  light 
source)  for  the  same  measurements  of  demonstration  limit.  The  strongest 
of  the  lines  transmitted  by  the  original  lamp  (with  glass  jacket)  lies 
around  1*81  nm.  When  using  this  line,  we  are  unable  to  note  any  absorption 
of  zinc.  After  removing  the  glass  bulb,  the  zinc  resonance  line  becomes 
easily  demonstrable  at  213.9  nm.  In  this  case,  we  are  able  to  reduce  the 
slit  to  as  low  as  0.02  ran.  In  spite  of  this,  the  demonstration  limit 
here  is  less  by  a  factor  of  10  than  when  utilizing  a  hollow-cathode  lamp. 
Our  further  investigations  were  consequently  carried  out  c*ly  with  a 
hollow-cathode  lamp.  Since  the  mean  zinc  content  of  the  a.-  rum  (ref,  18) 
lies  around  C.12li  mgACO  ml,  it  results  from  this  that  a  higher  dilution 
of  the  sera  prior  to  the  actual  flame -photometric  analysis  cannot  be 
recommended .  The  extinctions  would  become  too  small  and  the  errors  too 
large.  We  must  therefore  improve  the  atomizing  characteristics  of  the 
non -diluted  serum  which  is  done  by  deproteinization  of  the  serum  (cf , 
below). 


We  know  from  other  flmne-photonetric  investigations  (ref.  U,  8,  13, 
lli)  that  the  presence  of  protein  can  distort  the  measured  values.  For 
this  reason  and  also  in  order  to  obtain  better  and  mare  regular  atomiza¬ 
tion  of  the  natural  serum,  we  recommend  removing  the  protein  prior  to 
analysis.  However,  since  the  zinc  is  more  or  less  firmly  banded  to  serum 
protein  (ref.  17),  the  zinc  must  be  leached  out  with  acid  before  depro¬ 
teinization  or  the  entire  serum  must  be  incinerated.  We  selected  the 
first  method  because  it  is  simpler  for  routine  analysis. 
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In  order  to  dissolve  the  sine  bonded  to  the  protein,  we  do  not 
recommend  the  use  of  high  concentrations  of  acid  (e.g.,  6  n-HCt)  for 
flame-photometric  investigations  because  this  nay  cause  corrosion  in 
atomisers  and  burners  and  because  the  atceised  acid  nay  attack  metal 
parts  in  and  around  the  photons  ter.  Dilution  of  the  centrifugate  cannot 
be  considered  because  of  the  already  low  extinction  (of.  above).  We 
therefore  utilised,  in  adaptation  of  the  procedure  in  earlier  flame* 
photometric  copper-emission  methods  (ref.  6),  the  following  process  of 
serum  preparation:  we  added  0.02  ml  of  concentrated  KC1  "p.  A*{?].  Any 
coagulated  protein  is  macerated  with  a  glass  rod.  After  leaving  this  to 
stand  for  15  min,  we  add  0.2  ml  of  20g  trichloroacetic  acid  and  stir 
again.  After  leaving  this  to  stand  again  for  15  minutes,  we  centrifuge 
for  20  minutes  at  600  g*  (g*  *  9.81  m/sec 2)  and  the  centrifugate  is 
measured  without  further  preparation  by  the  method  referred  to  above. 

Measurement  and  Calibration 

In  order  to  assign  to  the  measured  extinction  E  given  concentra¬ 
tions  of  sine  CZn,  we  must  know  E  -  E  (C^).  The  determination  of  this 

function  is  made  by  recording  a  calibration  curve.  We  utilized  model  sera 
with  a  varied  sine  content  but  otherwise  constant  composition  (cf .  Table 
1). 


Table  1 

Electrolyte  Content  of  Model  Sera  for  Recording 
of  Calibration  Curve  (in  mgAOO  ml  serum) 


Nr. 

K 

Na 

c» 

M* 

Cm 

Zb 

1 

IS 

330 

10 

2 

0.1 

OJ 

2 

IS 

330 

10 

2 

0.1 

0.08 

3 

IS 

330' 

10 

2 

0.1 

0.1 

4 

IS 

330 

10 

2 

0.1 

0.* 

5 

IS 

330 

10 

2 

0.1 

0.S 

6 

IS 

330 

10 

2 

0.1 

0.7 

These  solutions  ire  prepared  by  dilution  from  stock  solutions  of 
higher  concentration.  A  calibration  curve  ie  generally  recorded  by 
plotting  the  respectively  measured  extinctions  over  the  concentration. 
This  procedure  mould  have  the  following  disadvantages  in  our  case: 
eventual  changes  in  the  conditions  of  atomisation  would  change  the  ex¬ 
tinctions  of  the  calibration  solutions  and  it  would  be  scarcely  possible 
to  compensate  this.  In  order  to  eliminate  this  disadvantage,  we  employ 
the  quotient  method  (ref.  8),  i.e. ,  we  form  respectively  the  ratio  of  the 
extinctions  Eg  of  the  solution  x  to  be  measured  to  the  extinction  Eg  (in 

practice  usually  averaged)  of  the  mein  calibration  solution  (model  serum 
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No.  1.  cf.  Table  1,  whose  zinc  content  should  lie  in  the  physiological 
range).  In  the  preparation  of  this  solution,  we  based  ourselves  on  the 
since  abandoned  assumption  that  the  mean  zinc  content  of  the  serum,  in 
accordance  with  the  indications  of  ref.  16,  lies  around  0.3  mg/100  ml. 

The  extinction  of  zinc  for  our  main  calibration  solution  (0.03  mg/100  ml) 
lies  around  about  0.2.  The  quotient  method  has  one  further  advantage: 
we  obtain,  even  with  a  change  of  concentration  of  the  solution  to  be 
measured  (caused  e.  g.  by  volume  change,  cf.  below),  the  original  con¬ 
centration  when  the  main  calibration  solution  is  subjected  to  the  same 
change,  provided  that  we  are  still  on  the  straightline  part  of  the 
calibration  curve.  The  calibration  curve  recorded  by  us  with  this  method 
is  shown  in  Figure  3. 


Figure  3.  Calibration  curve  of  sine 
recorded  with  model  sera, 
x  -  x  -  x  -  measured  against  blank 
solution;  e  -  e  -  e  •  measured  against 
double-distilled  water. 


Me  see  that,  in  the  physiological  range  from  0.1-0. 2  mg/100  ml, 
the  calibration  curve  has  a  straightline  trace.  The  curvature  of  the 
calibration  curve  at  higher  concentration  plays  a  role  only  in  the  additive 
method  (cf .  below) .  With  the  calibration  curve  showed  above,  analyses 
of  serum  zinc  can  be  carried  out  in  principle.  The  calibration  curve 
shown  in  Figure  3  was  measured  against  a  blank  solution  (model  serum 
without  zinc).  The  question  may  now  arise  whether  this  expenditure  of 
effort  is  necessary  or  whether  the  zero  point  (permeability  -  lOOjt)  can 
be  adjusted  simply  with  double -distilled  water.  In  order  to  examine  this 
question,  we  carried  out  comparative  measurements  with  the  above  blank 
solution  as  against  double-distilled  water.  Me  tested  moreover  whether 
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the  trichloroacetic  acid  added  to  the  sera  must  also  be  added  to  the  blank 
solution.  It  will  be  seen  fro®  Figure  3  that  the  points  of  the  calibra¬ 
tion  curve  Measured  for  double -distilled  water  on  the  one  hand  and  for  the 
blank  solution  plus  trichloroacetic  acid  agree  within  the  accuracy  of 
neasureMent.  However,  this  result  should  not  be  generalised.  We  are 
never  entirely  certain  whether  the  chenicals  employed  are  sufficiently 
free  of  sine.  It  is  therefore  recomended  to  use  a  blank  solution  plus 
trichloroacetic  acid  far  the  adjustment  of  zero  point.  In  such  a  pro¬ 
cedure,  the  Influence  of  the  sine  content  on  the  measurement  result  are 
clearly  defined,  provided  that  the  sane  chemicals  are  used  for  all  solu¬ 
tions.  This  should  always  be  the  case. 

Determination  of  Limits  of  Error 


1.  Reproducibility 

In  order  to  arrive  at  an  indication  of  the  accuracy  of  a  measurement 
Method,  we  determined  the  deviation  (R  -  x)  of  the  individual  Measured 
value  x  from  the  coonon  naan  value  B,  This  produces  the  dispersion  t' 
from  the  following  relation: 


<»  =  ± 


For  the  determination  of  J  ,  we  carried  out  25  measurements  on 
mixed  serum.  This  results  ua  o'  •  *  0.01  ag/100  ml  of  zinc.  The 
obtained  here  lies  more  unfavorable  than  the  cr  of  x  in  the  determination 
of  the  lower  limit  of  demonstration.  The  reason  for  this  is  that  the 
measurements  last  naaed  were  carried  out  on  aqueous  solutions  of  zinc 
whereas  the  Measurements  made  here  were  carried  out  on  natural  deprotein- 
ised  serum.  The  sodium  content  as  well  as  the  content  of  the  other  sub¬ 
stance  in  this  sens  resulted  in  irregular  atomisation  due  to  the  deposi¬ 
tion  of  salt  crystals  at  the  atomiser  jet,  etc. 

2.  Errors  due  to  preparation  of  the  serum 

The  deprotelniaed  serum  obtained  by  the  procedure  indicated  above 
possesses  a  different  sine  concentration  than  the  starting  serum  for 
reasons  explained  below. 

Since  the  concentration  c  is  defined  as  the  quotient  of  the  mass  m 
of  the  respective  substance  to  the  respective  volume  T  of  the  solution, 
l.e.,  o  ■  *A,  it  follows  that  the  concentration  will  change  with  a 
change  of  volume  or  mass.  Sin os  the  voliaw  is  decreased  by  the  precipita¬ 
tion  of  the  protein  and  increased  by  the  addition  of  trichloroacetic  acid 
and  hydrochloric  acid,  the  concentration  consequently  also  changes  re¬ 
peatedly  in  different  directions.  Due  to  sine  not  completely  removed 
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before  the  precipitation  of  the  protein  and  of  the  zinc-containing 
aqueous  phase  in  the  bottom  sediment,  m  may  also  change.  The  following 
Intends  to  investigate  these  errors  and  the  possibilities  for  their 
elimination. 

For  the  following  calculation,  we  utilized  the  abbreviations 
listed  below: 


CWB 


VWB 


Tri 

VHCll 


m 


zinc  concentration  of  serum 
zinc  concentration  of  supernatant 

zinc  concentration  of  aqueous  phase  of  bottom  sediment 

starting  volume  of  serum 

volume  of  bottom  sediment 

volume  of  aqueous  phase  of  bottom  sedimt.it 

volume  of  precipitated  protein 

volume  of  trichloroacetic  acid  added 

volume  of  hydrochloric  acid  added 

total  mass  of  zinc  in  serum 


"WB 

H 

"Tri 

"HCl 


The 

Figure  U. 


mass  of  zinc  in  aqueous  phase  of  bottom  sediment 
mass  of  zinc  in  precipitated  protein 
mass  of  zinc  in  trichloroacetic  acid  added 
mass  of  zinc  in  hydrochloric  acid  added. 

significance  of  a  part  of  the  above  symbols  will  be  seen  from 


The  ntruelt  concentration  c  of  the  serum  zinc  to  be  determined  is 
c  “  mAs*  By  precipitation  of  the  protein,  by  centrifugation  and  by  the 
addition  of  acids,  the  volume  and  the  mass  are  changed  (cf.  above).  Let 
Vx  and/or  aJC  be  the  changes  from  Vs  and/or  m.  We  therefore  measure  a 

concentration  c^  in  the  supernatant.  There  is  valid: 


9 


c  results  as: 


(■) 


Cl 


("  —  »«) 
(»’s-  ‘'.r 


(2) 


C  = 


ill 

(« 


-  •',)  m 
*«)  >'s 


■  can  be  eliminated  through  transformation i 


cL  («  —  »•, 


or 


“  't(*'s  —  *'»)  +  m. 


If  we  enter  equation  3  in  equation  2,  there  follows: 


V^,  the  change  of  volume,  is  composed  of  the  volume  of  the  bottom 
sediment  Vg  and  the  volume  of  the  added  and  VQg^,  i.e., 

r*  •'«—  l'Tn  —  I’hci- 

Tg  contains  the  volume  of  the  aqueous  phase  of  the  bottom  sediment 
Vyg  and  the  volume  of  the  precipitated  protein  V£: 

l ‘a  I’m  b  ^  *  £• 

correspondingly,  there  is  valid: 

">m  j  •"»  a  +  "*it . 

if  no  sine  is  introduced  by  the  acids  added  because  we  would  otherwise 
have  to  take  into  account  also  the  members  and  m^^. 

The  unknown  factors  of  equation  U  can  be  determined  experimentally 
as  follows: 

Vg  is  read  from  graduated  centrifuge  tubes  and  varies  between 
1. 8-2.0  ml  for  an  initial  volume  of  its  serum  Vg  of  $  ml; 

Vyg  results  from  the  following  experiment:  several  centrifuge 

tubes  with  2  ml  residue  each,  remaining  after  the  deproteinlsation  of  5  ml 
each  of  serum,  are  dried  for  U8  hours  under  high  vacuum  (p  <  10“’  Torr). 
From  the  difference  of  the  weights  before  (0^)  and  after  (Qn)  drying,  we 
calculate  the  volume  of  the  aqueous  phase  Vyg  (specific  weight  of  H^O  is 
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assuoaed  as  1.0)  mane rlc ally  as  Oy  -  0n  •  Vyg  or,  in  our  case  (Vg  -  5  ml, 
VB  -  2  ml),  as  1.8  ml} 

Vg,  the  volume  of  precipitated  protein,  results  from  VB  "  VWB  “  VE 
and  is  around  0.2  ml  for  an  initial  volume  of  5  ml  (2  ml  of  residue); 

VTri  -  volume  of  trichloroacetic  acid  added  or,  in  our  case,  1  ml 
(Vs  -  5  ml); 

Vgci  “  volume  of  hydrochloric  acid  added  or,  in  our  case,  0.1  ml 
(Vs  ■  5  ml); 

"’Wb/V'WB*  the  resl-due  of  5  ml  serum  is  washed  three  times  with  2  ml 

of  double-distilled  water  and  the  zinc  content  of  each  wash  is  determined 
which  furnishes  the  values  shown  in  Table  2. 

Table  2 


"0123 

et  0.125  0,063  0,032  0.010 


Figure  U.  1  and  2  correspond  to  actual 
conditions;  la  and  2a  show  the  fictitious 
separation  of  the  bottom  sediment  into 
two  separate  phases  (cf.  text). 


KET: 


a  -  Supernatant 
b  -  Bottom  sediment 


c  -  Aqueous  phase 
d  -  Solid  phase 
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If  we  plot  the  concentration  against  n  (number  of  washes),  we 
then  see  that  ck  results  from  the  relation  (?)  ck  *  Cga"n  with  a  -  2. 
cq  results  fraa  extrapolation  of  the  curve  for  the  value  n  »  0.  Byg/ 
Vyg  results  from  smating  of  all  concentrations  c^  for  n  •  1  to  n  ■  oo 


L=  E‘k=‘.E^ 

t  a.|  ■ - 1 


If  we  now  compare  the  Cq  determined  by  extrapolation  with  c^,  we  then  find 
that  both  are  equal,  i.e. ,  the  concentration  in  the  supernatant  is  equal 
to  the  concentration  of  the  aqueous  phase  in  the  bottom  sediment. 

^.As;  the  residue  from  5  ml  of  serum  (2  ml)  is  incinerated  with 
concentrated  HNO-j  in  a  Kjeidahl  retort  after  washing  three  times  with 
double-distilled  water.  To  the  incineration  residue  are  added  5  el 
(•  Vs)  of  double-distilled  water  and  the  sine  concentration  is  measured. 

From  this  concentration  is  deducted  the  sine  concentration  of  the  aqueous 
phase  of  the  bottom  sediment  which  remains  after  three  washes. 

From  the  determination  of  tygAwB  (cf.  above),  it  results  that 
B^g/Vyg  -  clj  this  simplifies  Vx  and  to* 


n  ,  ,  ''ll  *  .  "*»'»  _  0\ 

-  i  c  -  rw  -  i  *ci  f  roo  b~tL  i-s  +  r,  " 

\  for  -?.**-  «=  'l  / 

'  •  HI 


There  consequently  results  for  equation  U 


(I-,  —  I'*  4  '>n  4  '  «a)  ,  mr. 

‘  -  ‘L .  i-  +  f. 


We  see  from  this  equation  that  two  correction  members  occur.  This 
first  one  depends  only  on  the  change  of  volume  and  the  second  only  an  the 
sine  remaining  in  the  protein.  If  we  add  to  the  calibration  solution  the 
volume  Vx  •  ♦  VHCl  -  V£,  then  the  first  member,  i.e.,  c  -  eL  ♦ 

♦  %Ag  (of.  quotient  method  above)  is  eliminated.  The  second  meeber  is 
added  as  an  additive  member  to  the  measured  result.  It  is  here  assumed  that 
Vg As  and  MgAs  are  the  same  for  each  serum. 

It  results  from  our  measurements  that  ^Ag  amounts  to  10£  of 
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r,  l>  i  l'r„  .  I  "a 
cL-  Vt 

i.e. ,  lOjK  of  its  value  must  be  added  to  the  measurement  result  in  order 
to  obtain  c  if  the  volume  correction  is  made  by  the  addition  of  V^. 

Interference  by  Solution  Partners 

We  know  from  other  flame-photometric  emission  and  absorption 
Investigations  that  solution  partners  not  directly  of  interest  in  the 
analysis  can  more  or  less  distort  the  result  of  the  latter  (ref.  5,  8). 

In  order  to  be  certain  that  such  interference  does  not  occur  here,  we 
investigated  the  zinc  absorption  in  model  sera  with  constant  zinc  content 
but  with  contents  of  sodium,  potassium,  calcium,  magnesium  and  copper 
varying  within  the  physiological  range.  The  model  sera  prepared  for  this 
purpose  have  the  concentrations  Indicated  in  Table  3. 

We  find  that  zinc  absorption  within  the  limits  of  error  of  the 
method  is  independent  of  the  respective  concentrations  of  sodium,  potassium, 
calcium,  magnesium  and  copper.  Consequently,  we  can  neglect  these  parasite 
influences  in  routine  tests. 


Table  3 


Concentrations  of  the  Model  Sera  in  the  Investigation 
for  Interference  (in  mg/100  ml) 


Nr. 

Na 

K 

Cm 

Zn 

7 

250 

15 

10 

2 

0.1 

0.3 

8 

400 

15 

10 

2 

0.1 

0.3 

8 

330 

to 

10 

2 

0.1 

0.3 

10 

330 

JO 

10 

2 

0.1 

0.3 

11 

330 

15 

5 

2 

0.1 

0.3 

12 

330 

15 

15 

2 

0.1 

0.3 

13 

330 

IS 

10 

1 

0.1 

0.3 

14 

330 

15 

10 

J 

0.1 

0.3 

15 

330 

15 

10 

2 

0.05 

0,3 

16 

330 

IS 

10 

2 

0.2 

0.3 

Testing  for  Systematic  Errors 


A.  Additive  Method 


Zinc  solutions  of  increasing  concentration  are  added  to  various 
mixed  sera  whose  respective  zinc  content  was  previously  determined  flane- 
photometrically.  After  such  addition,  the  zinc  content  is  measured  again. 
Theoretically,  the  zinc  cone  nitrations  so  measured  must  agree  with  thoee 
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calculated.  Here  we  have  to  take  Into  account  the  change  of  concentra¬ 
tion  through  change  of  volume  during  addition.  The  result  is  shown  in 
Table  It. 


Table  U 

Results  of  the  Additive  Method 
(in  ugAoO  nl) 

ce  *  calculated  concentration!  cg  -  Measured  concentration 
■  i-th  nixed  serum;  -  i-th  sine  solution  added, 
a  »  error  in  percent 


t, 

<t 

TiK 

hk*r  in  °0 

•S 

_ 

0.193 

\ 

A 

0.293 

0.270 

—  8 

S, 

•  Z, 

0,418 

0.440 

•  5 

S, 

— 

0.123 

_ 

S, 

■  Z, 

0.232 

0,280 

21 

S. 

z. 

0,357 

0.43 

20 

s. 

— 

0.185 

_ 

s 

z, 

0.270 

0.263 

—  3 

% 

Z. 

0.385 

0.448 
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In  the  discussion  of  the  errors  occurring  in  the  last  column,  we 
nust  keep  in  mind  that  these  are  the  inevitable  errors  of  the  method  of 
determination  (cf.  section  on  reproducibility)  and  the  inevitable  pipetting 
errors  which  enter  into  this  each  twice.  If  we  take  this  into  account, 
the  errors  found  lie  within  the  limits  which  may  be  expected  on  the  basis 
of  the  previous  determination  of  <r',  The  result  of  the  check  by  means 
of  the  additive  method  consequently  shows  that  the  physical  method  indicated 
by  us  is  free  of  any  large  systematic  errors.  In  spite  of  this,  we  carried 
ant  s  further  check  of  the  Method  with  the  aid  of  coHparative  chemical 
determination. 

B.  Chemical  Determination 


For  the  chemical  determination  of  serum  zinc,  we  utilised  the 
mixed  color  Method  (ref.  15)  with  the  Modification  of  preparing  the  solu¬ 
tions  (buffer  solution,  leaching  Mixture)  necessary  for  the  extraction  of 
the  zinc  with  di this one  as  indicated  in  ref.  20  and  tha  preparation  of  the 
serum  with  the  method  indicated  above  (of.  section  "preparation  of  serum"). 
The  photometer  utilised  was  a  Zeiss  spectrophotometer  MUQII. 

Measure  want  is  wade  at  A  ^  *  620  nm  and  Ag  ■  $35  ms  with  the  slit 
adjusted  to  0.01  m.  This  corresponds  to  s  spectral  band  width  of  0.7  nm 
(A^  •  620  nm)  and/or  O.ii  nm  (a^  •  535  nm). 


The  zinc  concentrations  (cf.  model  sera  above)  utilised  for  cal¬ 
ibration  are  plotted  in  the  calibration  curve  against  the  extinctions 
corrected  as  follows: 


R 


in  which  R  ■  extinction  ratio  ^620^5 35  ^or  dithizone  in  carbon  tetra¬ 
chloride,  £535  -  extinction  at  -  535  nm,  E620  ■  extinction  at 
a  2  •  620  nm) . 

R  must  be  re-determined  prior  to  each  measurement  series  because 
the  degree  of  oxidation  of  the  dithizone  changes  and  varied  with  us 
between  3.8  to  h-5.  We  divided  different  sera  into  two  specimens  each. 

One  specimen  is  determined  by  means  of  the  flame -photometric  absorption 
method  indicated  by  us  above  and  the  other  by  means  of  the  chemical  method 
referred  to  above.  Table  5  compares  the  values  obtained  with  the  two 
methods : 


Table  5 

Comparison  of  Zinc  Concentration  in  Different  Specimens 
of  Mixed  Sera  Determined  by  Chemical 
and  Flame -phot ometrical  Methods 


Nr 

'  Zn  i  hnuivh 

— - (trt— 

'  Xn  phot«wiwlrfa  h 

in  *0 

I 

0.10 

0.12 

-  20 

•» 

0.143 

0.15 

T  5 

:i 

0.185 

0.153 

—  17 

4 

0.08 

0,097 

♦  21 

5 

0.11 

0.108 

—  2 

a 

0.08 

0.08ft 

+  « 

KET: 


a  -  Chemically  c  -  Difference  in  percent 

b  -  Photometrically 

The  comparison  shows  that  the  errors  lie  between  2  and  2K.  We  must 
here  again  remember  that  the  errors  of  both  methods  enter  simultaneously 
into  the  comparison.  If  we  consider  that  we  determine  a  o'  of  0,01  mg/100 
ml  zinc  (cf.  section  on  reproducibility)  and  take  into  account  the  errors 
in  the  chemical  analysis  of  zinc  (ref.  15),  we  then  see  that  the  total 
error  in  the  comparison  is  not  any  larger  than  may  be  expected  on  the 
basis  of  the  circumstances.  We  find  again  that  the  flame-photometric 
absorption  method  is  free  of  large  systematic  errors. 
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Discussion 


By  nssns  of  the  flame-photometric  absorption  method,  it  is  possible 
to  obtain  the  results  of  analysis  quickly  and  simply.  The  amount  of  time 
required  for  acidification,  deproteinisation  and  centrifuging  each  amounts 
to  about  1$  minutes  where  we  should  keep  in  mind  that  the  actual  working 
time  is  about  2-3  min  for  each.  Par  the  subsequent  flame-photometric 
measurement  about  1  min  are  required  and  for  evaluation  again  1  min.  We 
consequently  now  have  a  possibility  of  quickly  and  simply  carrying  out 
series  tests  of  sine  content  in  sera.  The  method  is  specific  far  zinc. 
Interferences  by  solution  partners  were  not  observed  (cf .  section  on 
interference  by  solution  partners).  The  flame-photometric  absorption 
method  has  the  following  advantage  over  the  chemical  method:  saving  of 
time,  simplification  of  work,  saving  of  chemicals,  no  interference  through 
other  heavy  metals. 

Grateful  acknowledgement  is  due  to  Dr.  R.  Hermann  for  his  interest 
and  suggestions  and  to  Miss  R.  Karlewiecz  for  technical  assistance. 
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